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### Aim {#sec3-1}

The aim of this study is to validate the new version (13.6) of Eclipse™ treatment planning for AAA algorithm after upgrading from old version (8.8).

From time to time, treatment planning system (TPS) users accept the vendor\'s latest version of treatment planning system. Most customers will not do any quality assurance (QA) to assess the performance of new version of TPS with respect to old version. Recently, Ojala et al.\[[@ref1]\] quantified the dose difference between two versions of Acuros algorithms from AXB10 to AXB11 version (Varian Medical Systems, Palo Alto, CA). In their study, AXB11 was compared with AXB10 on the dose calculation accuracy. However, no general conclusion was made that the dose calculation accuracy of the AXB10 would be inferior to the AXB11, except in air cavities. The deviations between the two versions of the algorithm in the dose volume histogram (DVH) analysis were generally small. Performance of dose calculation in lung stereotactic body radiotherapy\[[@ref2]\] was studied by Ojala et al. The American Association of Physicists in Medicine TG65\[[@ref3]\] studied the tissue homogeneities for dose calculations. This protocol quantified the uncertainty of dose calculations ranging from 1% to 5%. Comparison of dose calculation algorithms for different materials and in various clinical situations was also reported.\[[@ref4][@ref5][@ref6][@ref7][@ref8][@ref9][@ref10]\]

In the current study, the goal was to find differences and similarities between old (8.8) and new (13.6) versions of Eclipse TPS from Varian (Varian Medical Systems, Palo Alto, CA). Manufacturer stated that dose calculations for old version (8.8) were based on interpolation of point doses and for new version (13.6) were based on volumetric dose estimation. In addition, the operating system in 13.6 used 64-bit architecture compared to the version 8.8 which used 32-bit architecture. This difference was identified by us as a major software change. Furthermore, according to the manufacturer,\[[@ref11]\] major additional features and advantages of new Eclipse version (13.6) over 8.8 are as follows.

### Rapid plan {#sec3-2}

Rapid, knowledge-based planning is a comprehensive treatment planning tool that provides clinicians with models that are representative of their clinical practice.

### New optimization dialog {#sec3-3}

Display of dose on a selected orthogonal plane during optimization. One can change the viewing direction between the three different orthogonal planesGeneralized equivalent uniform dose-based objectivesAutomatic normal tissue objective and mean dose objectives are now supported for both volumetric modulated arc therapy and intensity-modulated radiation therapy (IMRT) plansSecond source inhomogeneity correction is now supported for static gantry IMRT optimizationJaw tracking option for Varian machines is now following the actual multi-leaf collimator (MLC) aperture and not the target projection. In earlier versions, the collimator positions were always kept outside the target structure projection in MLC-plane even when the actual MLC aperture was closed. Now, the collimators can follow the MLC aperture inside the target projection if necessaryThe two-dimensional view in the optimization dialog box shows an approximation of the dose. The dose is not transferred to external beam planning. The final dose calculation is performed after optimization in external beam planningTo delete an objective, click the "x" on the row of the objective in the objective table. Objectives can no longer be deleted from DVH view.

### Controlled structure terminology {#sec3-4}

Eclipse contains structure dictionary. The use of structure dictionary allows identifying structure by assigning standardized label. The assigned label is uniquely matched to computer readable code enabling effective data mining and exchange of knowledge models between systems using different naming schemes.

### Smart adapt {#sec3-5}

Deformable registrations can now be inverted using menu driven software tools.

### Plan converter {#sec3-6}

Plan converter is a new optional software module in Eclipse external beam planning that adapts the plan to another treatment unit or treatment technique. This feature enables you to convert a plan from treatment machine A to another treatment machine B.

### Image visualization improvements {#sec3-7}

Multiple enhancements have been made including adding a neutral gamma correction and a wider range of computed tomography window/level to improve image quality.

### Digitally reconstructed radiography quality improvement {#sec3-8}

Digitally reconstructed radiography quality and sharpness have been improved with stronger sharpness filtering and increased interpolation.

### Eclipse scripting {#sec3-9}

Users can now add favorite scripts to the Eclipse menus.

In our study, different indices such as uniformity index (UI), conformity index (CI), homogeneity index (HI), and spillage of dose index (R50%) were computed for five sites for both the versions. The overall study showed that there was no significant difference between old and new versions for planning target volume (PTV) coverage and sparing of normal structures.

Methods {#sec1-2}
=======

After the upgrade to the new software, some IMRT cases were evaluated and compared the DVH between the two versions. Major differences between the two versions were observed after performing re-optimization and re-calculations as can be seen from the following example shown in [Figure 1](#F1){ref-type="fig"}. It was observed that the number of monitor units (MUs) got changed compared to the old version after re-optimization and re-calculation.

![Variations in doses for a case of cervix for both versions (8.8 and 13.6) - for IMRT technique (with re-optimization and re-calculations). ▴ Triangles are for version 13.6 and ▪ rectangles for version 8.8](JMP-41-192-g001){#F1}

To assess the difference between the versions, 25 clinical cases were studied comprising five sites, namely, head and neck, breast, lung, cervix, and stomach. Out of five sites, IMRT study was performed for cervix and head and neck and the three-dimensional conformal radiotherapy study was carried out for breast, lung, and stomach cases. While comparing the cases, the entire patient data were kept intact in both versions and then the differences in dose calculations using DVH were estimated. For IMRT cases, only dose calculations were done without re-optimization. All the 25 cases were already planned in old Eclipse version 8.8 planning system. These plans with same parameters (beam angle, number of beams, beam weights for each beam, prescribed dose, number of MUs, and other constraints) were kept constant and again dose calculations were performed in new version. The DVH data required for calculation of the indices (UI, CI, HI, R50%), defined below, were taken for both old and new versions of Eclipse TPS for each case. Further, to analyze the sparing of normal structures, data of mean, maximum doses for normal structures were taken wherever required. Since the dose differences were found to be very small compared to old version, planar dose distributions were not experimentally measured.
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### Brief definitions of the dose indices, uniformity index, conformity index, homogeneity index, and spillage of dose index {#sec3-10}

#### Conformity index {#sec4-1}

The CI was described by following formula\[[@ref12]\]

CI = {TV~95~ /TV}{TV~95~ /V~95~}

where TV~95~ is the volume of target covered by 95% isodose line, TV is the total target volume, and V~95~ is the volume of tissue covered by the 95% isodose line. The value of CI varies between 0 and 1 and value close to unity is indicative of better conformity of dose to the PTV.

#### Uniformity index {#sec4-2}

The UI was defined as ratio of D~5~ to D~95~, where D~5~ and D~95~ are minimum doses to 5% and 95% of PTV as previously reported.\[[@ref13][@ref14][@ref15]\]

The value of UI close to 1 signifies better uniformity of PTV dose.

#### Homogeneity index {#sec4-3}

HI was defined by a number of authors\[[@ref16][@ref17][@ref18]\] as follows:

HI = (D~5~ − D~95~)/prescribed dose

Smaller the value of HI more is the homogeneous distribution in PTV.

#### Dose spillage index {#sec4-4}

It was defined as\[[@ref19][@ref20]\]

R50%=50% isodose volume/PTV volume.

Lower R50% ratio indicates greater dose fall-off and better dose conformity around the PTV.

Results {#sec1-3}
=======

[Table 1](#T1){ref-type="table"} shows the summary of mean values with standard deviation for calculated four indices for five sites for all 25 plans. From this, it can be observed that difference in four indices (CI, UI, HI, and R50%) for both versions is minimal for the five sites (lung, breast, stomach, cervix, and head and neck). [Table 2](#T2){ref-type="table"} shows the mean values of doses to normal structures for both versions for all sites and the variation is \<3% for all the organs. This shows that there is no significant difference in doses to normal organs even if you upgrade the version from 8.8 to 13.6. [Figure 2](#F2){ref-type="fig"} shows isodose curves on an axial slice at isocenter plane of versions 8.8 and 13.6 for a case of cervix. By comparing the isodose curves at different dose levels, change in PTV coverage is very small. This gives a similar result with minimal variation in coverage. [Figure 3](#F3){ref-type="fig"} shows the DVH for PTV and normal structures for a case of the cervix. It shows all DVH lines of PTV, bladder, rectum, both the femoral heads overlapping one over the other. This also shows that the both versions have resulted in similar dose distribution for estimating doses to PTV and different normal structures.

![Isodose curves on an axial slice at isocentre plane for a case of cervix between versions 8.8 and 13.6. Lower part of the figure shows the isodose distribution on coronal and sagittal plane of the corresponding slice](JMP-41-192-g002){#F2}

![Comparison of dose volume histogram curves of intensity-modulated radiation therapy plan of representative patient for planning target volume, rectum, bladder, left femoral head, and right femoral head for 8.8 and 13.6 version treatment planning system. ▴ Triangles are for version 13.6 and ▪ rectangles for version 8.8](JMP-41-192-g003){#F3}

###### 

Summary of average values of DVH indices of 25 cases for 5 sites between the two Eclipse versions (8.8 and 13.6)

![](JMP-41-192-g004)

###### 

Summary of doses to normal structures for 25 clinical cases

![](JMP-41-192-g005)

Discussion {#sec1-4}
==========

By performing dose calculations in both versions of the Eclipse planning system for five sites each of lung, breast, stomach, head and neck, and cervix, no significant difference in dose coverage was observed for the PTV or normal structures. This is evident from comparison of average values of the indices (UI, HI, CI, and R50%) for 25 cases for 5 sites, showing different clinical situations. With respect to all other organs at risk, sparing of normal structures is similar in both the versions. Although the methodology of the two versions is a major software change, there is no clinical significance to the dose calculation results. While evaluating the plans on both versions, we observed that the new version plans had run about 20% faster than the older version.

Conclusion {#sec1-5}
==========

Whenever major software changes are made by the manufacturer, it is important that the users of the system should perform QA checks. In this paper, we have demonstrated such a study by making sure that both versions are operational before the new version is implemented in the clinic. We were able to compare several clinical plans using both the systems and determined that the new version 13.6 results in the same dose as the old version 8.8. This assured us that the new version maintained the plan quality. It is to be understood that normally version changes do not result in change in plan quality. However, QA of treatment planning could be performed along these guidelines whenever major software change takes place.
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